ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com

= =

Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1344

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307160

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-10

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 16.9 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/24/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/24/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/24/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/24/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 8.6 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 12.9 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 148.3 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 0.07 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 59U 59 8/11/03 &/11/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com

= =

Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1430

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307161

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-9

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 30.6 0.39 7/2503 &/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/2503 8/14/03 LG
4,4’-DDT SW-846 8081 ngkg 0.61U 0.61 7/2503 8/14/03 LG
4,4’-DDE SW-846 8081 ngkg 0.49U 0.49 7/2503 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 1.4 0.58 7/2503 &/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/2503 8/14/03 LG
Endosulfan II SW-846 8081 ngkg 0.99U 0.99 7/2503 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ngkg 0.53U 0.53 7/2503 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/2503 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 4.0 0.54 7/2503 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 12.7 0.31 7/2503 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ngkg 0.42U 0.42 7/2503 8/14/03 LG
Lindane SW-846 8081 ng/kg 131.4 0.44 7/2503 &/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/2503 8/14/03 LG
Total Organic 9060 % 0.11 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 59557 59 8/11/03 &/11/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1500

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307162

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-8

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 15.8 0.39 7/2503 &/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/2503 8/14/03 LG
4,4’-DDT SW-846 8081 ug/kg 12.6 0.61 7/2503 8/14/03 LG
4,4’-DDE SW-846 8081 ngkg 0.49U 0.49 7/2503 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/2503 8/14/03 LG
Endosulfan I SW-846 8081 ug/kg 1.06 0.87 7/2503 &/14/03 LG
Endosulfan II SW-846 8081 ngkg 0.99U 0.99 7/2503 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ngkg 0.53U 0.53 7/2503 8/14/03 LG
Endrin SW-846 8081 ng/kg 2.23 0.90 7/2503 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 8.2 0.54 7/2503 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 22.7 0.31 7/2503 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 15.7 0.42 7/2503 8/14/03 LG
Lindane SW-846 8081 ng/kg 107.9 0.44 7/2503 &/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/2503 8/14/03 LG
Total Organic 9060 % 0.12 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 2945 59 8/11/03 &/11/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com

= =

Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1555

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307163

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-7

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 4.7 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.6 0.58 7/24/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/24/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/24/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/24/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 0.9 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 36.6 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 0.07 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 562 59 8/11/03 &/11/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com

= =

Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1650

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307164

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-6

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 9.5 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/24/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/24/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/24/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/24/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 17.9 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 64.3 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 0.55 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 3651 59 8/11/03 &/11/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com

= =

Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1718

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307165

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-5

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 4.3 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ug/kg 0.5 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.5 0.58 7/24/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/24/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/24/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/24/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 6.9 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 47.7 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 0.13 0.009 9/16/03 9/16/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 1983 59 8/11/03 &/11/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com

= =

Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1755

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307166

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-4

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 4.3 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 16.4 0.58 7/24/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/24/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 3.7 0.90 7/24/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 1.5 0.54 7/24/03 8/14/03 LG
Heptachlor SW-846 8081 ng/kg 16.8 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 63.6 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 0.42 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 144 59 8/12/03 8/12/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com

= =

Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1828

701 San Marco Blvd. Received Date: 7/21/03

Jacksonville, FL. 32207 Lab ID#: 307167

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-3

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 21.6 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ug/kg 11.2 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 8.2 0.58 7/24/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/kg 10.9 0.87 7/24/03 8/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/24/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/24/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 13.6 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 354.6 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 1.26 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 1872 59 8/12/03 &/12/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com

= =

Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1400

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307168

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-2

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 2.2 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.9 0.58 7/24/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/24/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/24/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/24/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 7.1 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 27.9 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 2.02 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 1155 59 8/12/03 &/12/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1450

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307169

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-1

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 12.6 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/24/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.97 0.87 7/24/03 8/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/24/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.69 0.54 7/24/03 8/14/03 LG
Heptachlor SW-846 8081 ng/kg 7.3 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 11.5 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 0.08 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 1271 59 8/12/03 &/12/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1455

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307170

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCO3-1Dup.

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 3.1 0.39 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/25/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/25/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/25/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/25/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/25/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/25/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 4.7 0.31 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.61 0.42 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 22.6 0.44 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/25/03 &/14/03 LG
Total Organic 9060 % 0.07 0.009 9/16/03 9/16/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 406 59 8/12/03 8/12/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc.
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ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/16/03 0900

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307171

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCDO3-4Dup.

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 9.8 0.39 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/25/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 8.0 0.58 7/25/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/kg 11.1 0.87 7/25/03 8/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/25/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 29 0.90 7/25/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/25/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 27.7 0.31 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 1.2 0.42 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 62.7 0.44 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/25/03 &/14/03 LG
Total Organic 9060 % 0.20 0.009 9/16/03 9/16/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 796 59 8/12/03 8/12/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1410

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307172

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCDO3-1

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 2.5 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/24/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/24/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/24/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/24/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 5.1 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.23 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 18.7 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 0.17 0.009 9/16/03 9/16/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 1156 59 8/12/03 &/12/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1320

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307173

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCDO3-2

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 10.6 0.39 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/24/03 &/14/03 LG
4,4’-DDT SW-846 8081 ug/kg 10.2 0.61 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 1.13 0.58 7/24/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/24/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/24/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/24/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/24/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 6.7 0.31 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 24.6 0.44 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/24/03 &/14/03 LG
Total Organic 9060 % 0.01 0.009 9/16/03 9/16/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 778 59 8/12/03 8/12/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1600

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307174

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCDO3-3

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 11.9 0.39 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ng/kg 0.45U 0.45 7/25/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/25/03 &/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/25/03 &/14/03 LG
Endosulfan I SW-846 8081 ng/kg 0.87U 0.87 7/25/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/25/03 &/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/25/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/25/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ng/kg 0.54U 0.54 7/25/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 6.8 0.31 7/25/03 &/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 9.2 0.44 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ng/kg 50.0U 50.0 7/25/03 &/14/03 LG
Total Organic 9060 % 0.72 0.009 9/16/03 9/16/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 128562 59 &/12/03 &/12/03 LG
wet
All pesticide results are on dry weight basis
U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/16/03 0850

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307175

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCDO3-4

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 2.2 0.39 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/25/03 &/14/03 LG
4,4’-DDT SW-846 8081 ug/kg 34 0.61 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/25/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/kg 0.87U 0.87 7/25/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/25/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/25/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/25/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 1.9 0.31 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 9.9 0.44 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/25/03 &/14/03 LG
Total Organic 9060 % 0.009U 0.009 9/12/03 9/12/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 1745 59 8/11/03 &/11/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/16/03 0950

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307176

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCDO3-5

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 8.2 0.39 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/kg 0.45U0 0.45 7/25/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/25/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/kg 1.01 0.87 7/25/03 8/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/25/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/25/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/kg 0.54U 0.54 7/25/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 4.4 0.31 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 20.8 0.44 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/kg 50.0U 50.0 7/25/03 &/14/03 LG
Total Organic 9060 % 0.009U 0.009 9/16/03 9/16/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 1055 59 8/13/03 &/13/03 LG
wet

All pesticide results are on dry weight basis

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/16/03 1150

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307177

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Sediment

Client Sample ID: WCDO3-6

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
limit Date Date
Aldrin SW-846 8081 ng/kg 0.39U 0.39 7/25/03 &/14/03 LG
Chlordane SW-846 8081 ng/kg 0.45U 0.45 7/25/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/kg 0.61U 0.61 7/25/03 &/14/03 LG
4,4’-DDE SW-846 8081 ng/kg 0.49U 0.49 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ng/kg 0.58U 0.58 7/25/03 &/14/03 LG
Endosulfan I SW-846 8081 ng/kg 0.87U 0.87 7/25/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/kg 0.99U 0.99 7/25/03 &/14/03 LG
Endosulfan sulfate | SW-846 8081 ng/kg 0.53U 0.53 7/25/03 8/14/03 LG
Endrin SW-846 8081 ng/kg 0.90U 0.90 7/25/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ng/kg 0.54U 0.54 7/25/03 &/14/03 LG
Heptachlor SW-846 8081 ng/kg 0.31U 0.31 7/25/03 &/14/03 LG
Heptachlor epoxide | SW-846 8081 ng/kg 0.42U 0.42 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/kg 0.44U 0.44 7/25/03 &/14/03 LG
Toxaphene SW-846 8081 ng/kg 50.0U 50.0 7/25/03 &/14/03 LG
Total Organic 9060 % 0.009U 0.009 9/16/03 9/16/03 CKJ
Carbon
Oil and Grease SW-846 9071 mg/kg 763 59 &/13/03 &/13/03 LG
wet
All pesticide results are on dry weight basis
U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/16/03 0900

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307178

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: Reference Water

RESULT OF ANALYSIS
Parameter Method Units Result | Reporting | Extraction | Analysis | Analyst
limit Date Date

Aldrin SW-846 8081 ug/L 0.004U 0.004 7/23/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/23/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.004U 0.004 7/23/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/23/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/23/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/23/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/23/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.010U 0.010 7/23/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/23/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/23/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/23/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/23/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/23/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/23/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 7.05 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1344

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307179

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-10 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.004U 0.004 7/24/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/24/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.004U 0.004 7/24/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/24/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.003 0.002 7/24/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/24/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/24/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.010U 0.010 7/24/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/24/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/24/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/24/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/24/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/24/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/24/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 6.84 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1430

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307180

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-9 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/25/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/25/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.02 0.012 7/25/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.17 0.010 7/25/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/25/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/25/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 8.30 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1500

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307181

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-8 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/25/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/25/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/25/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.010U 0.010 7/25/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/25/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/25/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 5.77 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1555

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307182

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-7 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Reporting | Extraction | Analysis | Analyst
limit Date Date

Aldrin SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/25/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.27 0.004 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.14 0.002 7/25/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/25/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.47 0.010 7/25/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/25/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/25/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 7.24 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1650

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307183

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-6 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Reporting | Extraction | Analysis | Analyst
limit Date Date

Aldrin SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/25/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.16 0.004 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.21 0.002 7/25/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.07 0.012 7/25/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 3.11 0.010 7/25/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/25/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.07 0.036 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/25/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 6.56 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1718

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307184

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-5 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.06 0.004 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/25/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.30 0.004 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.04 0.002 7/25/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/25/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.24 0.010 7/25/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/25/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/25/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 6.86 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit

Advanced Technologies & Testing Laboratories, Inc. Page 210 of 225




ADVANCED TECHNOLOGIES & TESTING LABORATORIES INC.
4445 SW 35 Terrace, Suite 270 Gainesville, FL 32608
Phone (352) 378-0053 Fax (352) 378-0322 http://www.attlab.com

= =

Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1755

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307185

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCQO3-4 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.15 0.004 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/25/03 &/14/03 LG
4,4-DDT SW-846 8081 ng/L 0.004U 0.004 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/25/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/25/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/L 0.004U 0.004 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.47 0.010 7/25/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/25/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/25/03 &/14/03 LG
Heptachlor SW-846 8081 ng/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/25/03 &/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/25/03 &/14/03 LG
Total Organic EPA 415.1 mg/L 7.40 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/14/03 1828

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307186

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-3 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.45 0.004 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/25/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/L 1.7 0.004 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/25/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.07 0.012 7/25/03 8/14/03 LG
Endosulfan II SW-846 8081 ng/L 0.004U 0.004 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.94 0.010 7/25/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/25/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/25/03 &/14/03 LG
Heptachlor SW-846 8081 ng/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/25/03 &/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/25/03 &/14/03 LG
Total Organic EPA 415.1 mg/L 7.37 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1400

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307187

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-2 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.44 0.004 7/25/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/25/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.15 0.004 7/25/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/25/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/25/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/25/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 1.64 0.010 7/25/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/25/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/25/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/25/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/25/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/25/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 12.11 0.04 8/07/03 8/07/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1450

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307188

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-1 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.44 0.004 7/28/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/28/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.6 0.004 7/28/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/28/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/28/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/28/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/28/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 1.2 0.010 7/28/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.006 0.001 7/28/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/28/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.75 0.003 7/28/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/28/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.27 0.036 7/28/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/28/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 7.66 0.04 8/08/03 8/08/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1455

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307189

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCO3-1Dup Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.56 0.004 7/26/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/26/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.23 0.004 7/26/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.16 0.002 7/26/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/26/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 1.07 0.010 7/26/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/26/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/26/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/26/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/26/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 7.77 0.04 8/08/03 8/08/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/16/03 0900

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307190

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCDO3-4 Dup Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/26/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/26/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/26/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.010U 0.010 7/26/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/26/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/26/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/26/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/26/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 8.21 0.04 8/08/03 8/08/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1410

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307191

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCDO3-1 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Reporting | Extraction | Analysis | Analyst
limit Date Date

Aldrin SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/26/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/26/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/26/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.37 0.004 7/26/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.010U 0.010 7/26/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/26/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/26/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/26/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/26/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 10.84 0.04 8/08/03 8/08/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1320

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307192

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCDO3-2 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.3 0.004 7/26/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/26/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/26/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.04 0.012 7/26/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 1.99 0.010 7/26/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/26/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.09 0.003 7/26/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/26/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/26/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/26/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 10.06 0.04 8/08/03 8/08/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/15/03 1600

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307193

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCDO3-3 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/26/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 1.69 0.004 7/26/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/26/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/26/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 1.96 0.010 7/26/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/26/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.63 0.003 7/26/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.08 0.003 7/26/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 2.3 0.008 7/26/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.28 0.036 7/26/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/26/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 9.27 0.04 8/08/03 8/08/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/16/03 0850

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307194

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCDO3-4 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.01 0.004 7/26/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/26/03 8/14/03 LG
4,4’-DDT SW-846 8081 ug/L 0.02 0.004 7/26/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/26/03 8/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/26/03 8/14/03 LG
Endosulfan II SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.010U 0.010 7/26/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/26/03 8/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor SW-846 8081 ug/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/26/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/26/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/26/03 8/14/03 LG
Total Organic EPA 415.1 mg/L 9.98 0.04 8/08/03 8/08/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/16/03 0950

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307195

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCDO3-5 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.15 0.004 7/26/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/26/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/L 0.41 0.004 7/26/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/26/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/26/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/L 0.004U 0.004 7/26/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 1.32 0.010 7/26/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/26/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.34 0.003 7/26/03 8/14/03 LG
Heptachlor SW-846 8081 ng/L 0.003U 0.003 7/26/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/26/03 8/14/03 LG
Lindane SW-846 8081 ng/L 0.036U 0.036 7/26/03 &/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/26/03 &/14/03 LG
Total Organic EPA 415.1 mg/L 9.03 0.04 8/08/03 8/08/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville

Sample Date/Time:

7/16/03 1150

701 San Marco Blvd. Received Date: 7/21/03
Jacksonville, FL. 32207 Lab ID#: 307196

Sampler: Enola

Client Project Number: DACW17-03-M-0074 Matrix: Water

Client Sample ID: WCDO3-6 Elutriate

RESULT OF ANALYSIS
Parameter Method Units Result | Detection | Extraction | Analysis | Analyst
Limit Date Date

Aldrin SW-846 8081 ug/L 0.23 0.004 7/26/03 8/14/03 LG
Chlordane SW-846 8081 ug/L 0.009U 0.009 7/26/03 &/14/03 LG
4,4’-DDT SW-846 8081 ng/L 0.05 0.004 7/26/03 8/14/03 LG
4,4’-DDE SW-846 8081 ug/L 0.004U 0.004 7/26/03 8/14/03 LG
Dieldrin SW-846 8081 ug/L 0.002U 0.002 7/26/03 &/14/03 LG
Endosulfan I SW-846 8081 ug/L 0.012U 0.012 7/26/03 &/14/03 LG
Endosulfan II SW-846 8081 ng/L 0.004U 0.004 7/26/03 8/14/03 LG
Endosulfan sulfate | SW-846 8081 ug/L 0.06 0.010 7/26/03 8/14/03 LG
Endrin SW-846 8081 ug/L 0.001U 0.001 7/26/03 &/14/03 LG
Endrin aldehyde SW-846 8081 ug/L 0.003U 0.003 7/26/03 &/14/03 LG
Heptachlor SW-846 8081 ng/L 0.3 0.003 7/26/03 8/14/03 LG
Heptachlor epoxide | SW-846 8081 ug/L 0.008U 0.008 7/26/03 8/14/03 LG
Lindane SW-846 8081 ng/L 1.38 0.036 7/26/03 8/14/03 LG
Toxaphene SW-846 8081 ug/L 0.50U 0.50 7/26/03 &/14/03 LG
Total Organic EPA 415.1 mg/L 10.08 0.04 8/08/03 8/08/03 EG
Carbon

U: Result is Below Detection Limit
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Client: USA Engineer District, Jacksonville
701 San Marco Blvd.
Jacksonville, FL. 32207

Sampler: Enola
Client Project Number: DACW17-03-M-0074

QUALITY CONTROL REPORT
Analyte Sample | Result | % Rec. | Acceptance | Sample No. | Analyst
Type Criteria
Aldrin MB ND LG
Aldrin LCS 109.44 | 109.44 85-115 LG
Aldrin MS 324.17 | 64.83 50-150 307188 LG
Aldrin MSD | 288.67 | 57.73 50-150 307188 LG
4,4°DDT MB ND LG
4,4’DDT LCS 115.73 | 115.73 80-120 LG
4,4’DDT MS 724.12 | 144.82 50-150 307188 LG
4,4’DDT MSD | 663.80 | 132.76 50-150 307188 LG
4,4’-DDE MB ND LG
4,4’-DDE LCS 115.56 | 115.56 80-120 LG
4,4’-DDE MS 456.52 | 91.30 50-150 307188 LG
4,4’-DDE MSD | 403.89 | 80.78 50-150 307188 LG
Dieldrin MB ND LG
Dieldrin LCS 92.84 92.84 80-120 LG
Dieldrin MS 591.08 | 118.40 50-150 307188 LG
Dieldrin MSD | 552.52 | 110.50 50-150 307188 LG
Endosulfan II MB ND LG
Endosulfan I LCS 69.21 69.21 80 -120 LG
Endosulfan II MS 721.53 | 144.31 50-150 307188 LG
Endosulfan II MSD | 694.35 | 138.87 50-150 307188 LG

MB=Method Blank LCS= Laboratory Control Sample MS=Matrix Spike MSD=Matrix Spike Duplicate
ND=Not Detected
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Client: USA Engineer District, Jacksonville
701 San Marco Blvd.
Jacksonville, FL. 32207

Sampler: Enola
Client Project Number: DACW17-03-M-0074

QUALITY CONTROL REPORT
Analyte Sample | Result | % Rec. | Acceptance | Sample No. | Analyst
Type Criteria
Endrin MB ND LG
Endrin LCS 122.95 | 122.95 80 - 120 LG
Endrin MS 57493 | 114.99 50 -150 307188 LG
Endrin MSD | 538.52 | 107.70 50-150 307188 LG
Endrin aldehyde MB ND LG
Endrin aldehyde LCS 92.27 92.27 80 -120 LG
Endrin aldehyde MS 505.70 | 101.14 50 -150 307188 LG
Endrin aldehyde MSD | 40439 | 80.88 50-150 307188 LG
Heptachlor MB ND LG
Heptachlor LCS 113.62 | 113.62 80 -120 LG
Heptachlor MS 645.98 | 129.20 50 -150 307188 LG
Heptachlor MSD | 580.49 | 116.10 50-150 307188 LG
Heptachlor epoxide MB ND LG
Heptachlor epoxide LCS 97.14 97.14 85-115 LG
Heptachlor epoxide MS 52446 | 104.89 50 -150 307188 LG
Heptachlor epoxide MSD | 448.81 | 89.76 50-150 307188 LG
Total organic carbon MB EG
Total organic carbon LCS 877.2 87.72 80-120 EG
Total organic carbon MS 9352 93.52 50-150 EG
Total organic carbon MSD 8877 88.77 50 -150 EG

MB=Method Blank LCS= Laboratory Control Sample MS=Matrix Spike MSD=Matrix Spike Duplicate
ND=Not Detected
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Client: USA Engineer District, Jacksonville
701 San Marco Blvd.
Jacksonville, FL. 32207

Sampler: Enola
Client Project Number: DACW17-03-M-0074

QUALITY CONTROL REPORT
Analyte Sample | Result | % Rec. | Acceptance | Sample No. | Analyst
Type Criteria
Oil and Grease MB LG
Oil and Grease LCS 36.8 92 80 -120 LG
Oil and Grease MS 15.5 78 50 -150 307160 LG
Oil and Grease MSD 17.6 88 50-150 307160 LG
RSD
Lindane 1.75 307196 LG
Lindane Dup. 1.37 17.33 0-30 307196 LG
Heptachlor 0.38 307196 LG
Heptachlor Dup. 0.30 17.28 0-30 307196 LG
Aldrin 0.32 307196 LG
Aldrin Dup. 0.25 18.34 0-30 307196 LG
Endosulfan I 0.3 307196 LG
Endosulfan I Dup. 0.2 24.49 0-30 307196 LG

MB=Method Blank LCS= Laboratory Control Sample MS=Matrix Spike MSD=Matrix Spike Duplicate
ND=Not Detected
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